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Abstract
Radiocarbon is one of the most widespread radionuclides in nature.
Although it is probably best known for dating in archaeology, in the
case of the general public, it represents a useful tracer to study our en-
vironment, both in the past and nowadays. For instance, carbonaceous
particles, which are in many cases the most abundant among aerosols
constituents, are believed to play a major role in both health and cli-
matic eﬀects of aerosols. In particular, measurement of radiocarbon
concentration in particulate matter samples can give information on
the contributions of the fossil fuels combustion and of natural sources
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to the carbonaceous fraction in aerosols. These measurements are es-
pecially eﬀective when separately performed on diﬀerent carbonaceous
fractions, like elemental and organic carbon (EC and OC, respectively).
Past climate is also studied thanks to old archives, as e.g. marine sed-
iments can be. In this case, instead of radiocarbon dating the bulk
sediment, a reliable method to ﬁx chronological markers is represented
by dating foraminifera tests of CaCO3 picked from diﬀerent layers in
the sediment. Both the aforementioned applications are characterized
by the fact that the samples that can be collected for 14C measurements
are typically very small, i.e. few mg or less (before any treatment). Ac-
celerator Mass Spectrometry (AMS) is thus the only technique that can
be applied to measure radiocarbon in such samples. Anyway, measure-
ments cannot be so straightforward. In the case of the measurement
of radiocarbon concentration in aerosol samples, a preparation line es-
pecially dedicated to the extraction of only the carbonaceous fraction
of interest is mandatory. Actually, this line should include a combus-
tion oven, from which either total carbon or EC and OC can separately
evolve, and a system of traps to purify and collect the CO2. In the case
of foraminifera tests (inorganic carbon), special care must be taken in
the pre-treatment phase: foraminifera can be contaminated by hetero-
geneous materials, including organic matter too. Pre-treatment should
thus remove all the possible contaminations without losing too much
mass of the samples. Here we present an overview of the environmental
radiocarbon applications the INFN-LABEC laboratory in Florence is
involved in. 14C is measured by AMS, using the dedicated beam line
installed at the 3MV Tandem accelerator. In particular, details about
the hardware and the experimental procedures are given.
1. Introduction
It is well known that carbon is one of the fundamental constituents of the
organic and the inorganic matter on earth. It is present in the atmosphere,
primarily as carbon dioxide, in the oceans, for instance as dissolved inorganic
carbon, and in the biosphere, as part of molecules on which all living or-
ganisms are based. The study of the abundance of the three natural carbon
isotopes (12C, 13C and 14C) allows us to investigate many natural processes.
In particular, among them, only 14C is radioactive: it decays via β−-emission
to 14N with a half-life of 5730 years [1]. The equilibrium condition that is
established between the formation or the uptake rates and the decaying rate
makes it possible that in any living organism the concentration of 14C can
be considered stable within time and of the same amount, as a ﬁrst approx-
imation, as the concentration in atmosphere. The death of the organism
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leads to the end of this equilibrium condition, so that the 14C concentration
starts to decrease due to the radioactive exponential decay. Since the 1950’s,
this mechanism has been exploited to date organic samples taken from an
originally living organism (either plants or animals). Actually, radiocarbon
has become the most used and powerful natural chronometer to study the
past. It has indeed been applied especially to archaeological issues; how-
ever, the importance of the 14C chronometer to study the environment is
well known as well. An example of this kind of environmental applications is
represented by the dating of natural archives [2]. Each archive, e.g. marine
sediments, can typically provide proxies, e.g. δ18O or δ13C, which can allow
us to reconstruct the environmental changes in the past, i.e. the palaeocli-
mate. It is evident that associating these proxies with reliable time scales is
a crucial point in the discussion about past climate. This can be achieved
by radiocarbon [3].
In order to study the present, 14C can also be used as a tracer of an-
thropogenic activities, since carbon from a fossil origin can be easily distin-
guished from “modern” carbon: fossil carbon is so old that the 14C content
is well below the sensitivity limit of the techniques that we can use to mea-
sure it. In other words, 14C content is virtually zero: actually, we often
refer to fossil carbon as “dead”. An example of 14C used as tracer is given
by the measurement of the radiocarbon concentration of the carbonaceous
fraction of the particulate matter (PM) in the atmospheric aerosol. PM
is known to have strong inﬂuence on human health and on environmental
changes, although the latter is not well understood yet [4]. Thus, the quan-
tiﬁcation of the contributions of the diﬀerent aerosol sources to the aerosol
burden in atmosphere, for instance by disentangling the contribution of hu-
man activity, is very important for the scientiﬁc understanding of the role
of the aerosol in the environmental issues and for the development of suited
pollution abatement strategies.
Both the aforementioned applications (the dating of marine sediments
and the carbon source apportionment studies) are characterized by the fact
that the samples to be measured are small, few mg at maximum (see follow-
ing paragraphs for details). In these cases, the only technique that can be
successfully used to measure 14C is Accelerator Mass Spectrometry (AMS).
Thanks to the high isobars suppression capabilities due to the use of a Tan-
dem accelerator, Accelerator Mass Spectrometry allows us to reach a very
high selective sensitivity even in the case of very small samples: indeed
samples as small as few tens of μg carbon can be measured [5].
This paper will discuss the application of 14C-AMS to both marine sedi-
ments dating and particulate matter measurements, focusing on the activity
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Figure 1: View of the AMS-dedicated ion source and the accelerator of INFN-
LABEC.
of INFN-LABEC, Florence. The main equipment of LABEC is a 3MV Tan-
dem accelerator; six beam lines have been installed so far: one is dedicated
to AMS [6], the others are dedicated to Ion Beam Analysis measurements
(see for example [7–9]).
2. The 14C-AMS set-up at INFN-LABEC
The AMS beam line set-up at INFN-LABEC can be ideally divided into
three sections: the low energy side, the accelerator itself and the high energy
side.
On the low energy side, a multi-sample Cs-sputtering ion source is in-
stalled (see ﬁgure 1). This source allows us to extract negative ions from
solid samples; in the case of radiocarbon measurements, graphite pellets are
inserted into the source (details about the hardware and the procedures to
convert samples to be measured into graphite will be given in the following
paragraphs). The extracted beam is ﬁrstly analysed by passing through an
electrostatic analyser according to its energy/charge ratio; typical beam cur-
rent measured by an insertable Faraday cup after the electrostatic analysis
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is about 15–20μA. Then, the beam passes through a magnet to selectively
inject into the accelerator the three carbon masses, 12, 13 and 14. To achieve
a fast sequential injection, a “bouncer” mechanism is exploited: the mag-
netic ﬁeld is kept ﬁxed to transmit a mass, for instance the 13, then, a
positive (∼ 2.9 kV) or a negative (∼ −2.5 kV) voltage is applied to the elec-
trically insulated magnet chamber to transmit, respectively, mass 12 and
mass 14. In our set-up, each injection cycle lasts for about 10ms, including
8.5ms, 600μs and 6μs for the transmission of mass 14, mass 13 and mass
12, respectively, and the “waiting” time windows between each transition.
Radiocarbon measurements are typically performed at 2.5MV terminal
voltage. At the terminal, the tandem fundamental mechanism of stripping
is achieved using Argon gas as the interaction medium. In these conditions,
after stripping, the most abundant charge state for the ions is the 3+ and
it’s just this charge state the one chosen in the subsequent beam analysis
on the high energy side of the AMS beam line.
On the high energy side, the ﬁrst selective element is a magnet set to
transmit ions whose characteristics are: mass 14, i.e. only 14C since the oc-
currence of molecular isobars should have been suppressed thanks to strip-
ping, charge state 3, as absolute value, and thus energy of about 10MeV.
At the exit of this magnet, stable isotopes 12C3+ and 13C3+ are collected
by two oﬀset Faraday cups; measured 12C3+ and 13C3+ average currents
(with bouncing on) are typically of the order of a few nA. Signals from the
13C-dedicated Faraday cup are also used as a feedback for the stabilization
of the terminal voltage. The cup is divided in two sides and the measure-
ment of the balance between the charges collected on each of the sides gives
us the information about the trajectory of the ions inside the magnet. As
soon as the measured balance appreciably moves from the zero value, the
terminal voltage is corrected in order to keep the beam passing through the
magnet. Another characteristic of this Faraday cup is the mounting on a
movable mechanism, so that its position can be arranged according to the
stable isotope and thus to the rare isotope other than 14C we would like to
measure.
The analysing magnet is followed by an electrostatic analyser to remove
any residual background due to diﬀerent atomic species with various combi-
nations of mass, energy and charge state, so that they might be transmitted
through the analysing magnet. In principle, these ions might be generated,
for example, in charge-exchange processes occurring outside the high voltage
terminal, along the acceleration tubes.
Downstream the electrostatic analyser (see ﬁgure 2), the beam line has
been recently upgraded by introducing a home-designed multiwire propor-
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Figure 2: Mechanical drawing of the ﬁnal part of the AMS beam line, downstream
the high-energy side electrostatic analyser.
tional chamber used as a Beam Proﬁle Monitor (BPM) for very low intensity
ion beams [10] and a silicon diode used as the rare isotope detector. Ac-
tually, this silicon detector is mounted on a retractable arm, thus allowing
us to remove it from the ions path and then use the pre-existing ionisation
chamber to count the 14C particles.
Typical achievable precision is better than 5 and 3 for measured
14C/12C and 13C/12C isotopic ratios, respectively. During each beam run,
accuracy is routinely monitored by measuring samples prepared from stan-
dard reference materials, whose 14C concentration is certiﬁed, and normaliz-
ing them to our primary standard, NIST HOxII. Figure 3 shows experimen-
tal data of the IAEA-C7 samples (IAEA, International Agency of Atomic
Energy) measured at LABEC since mid 2004, when the accelerator began
to be fully operative. In the graph, the measured 14C concentration is re-
ported as pMC (percent of Modern Carbon): AMS-measured 14C/12C iso-
topic ratios have been corrected for isotopic fractionation (13C/12C ratios
also measured in the same run in the accelerator) and for background, and
normalized to the isotopic ratios measured for the NIST HOxII samples.
Data are reported with 1-σ error bars. The agreement with the certiﬁed
value (49.53 ± 0.12 pMC, see the dotted line in the graph) is satisfactory,
showing the good performance of the LABEC 14C-AMS set-up.
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Figure 3: IAEA-C7 samples measured at LABEC since mid 2004, when the accel-
erator began to be fully operative.
3. Dating foraminifera to estimate sedimentation
rates and study marine archives
The study of marine archives is usually performed by collecting sediment
cores, few meters long, which are then divided in several slices. Each slice
is characterised by physical and chemical properties that are speciﬁc of a
particular timing period. Instead of 14C-dating bulk organic-rich sediments,
i.e. just the bulk organic matter dispersed in the sediment matrix, which can
be a mixture of diﬀerent sources, dating biogenic carbonates is preferable. In
the case of deep-sea sediments, foraminifera (forams) are usually the targets.
They are typically handpicked from sediments and dated [11].
Foraminifera are unicellular organisms that live in the oceans, either in
the water column (planktonic species) or in the seaﬂoor (benthic species);
during their life, many of them produce a calcium carbonate precipitate
like a shell, called test, while others made their tests agglutinating sediment
particles. They are usually less than 1mm, even down to a few tens of mi-
crons. For radiocarbon measurements, when possible, monospeciﬁc samples
are collected and planktonic foraminifera are usually selected. Radiocarbon
concentrations in planktonic foraminifera reﬂect the 14C concentration in
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the water column at the depth where these organisms have lived; in fact, af-
ter their death, they fall onto the sea ﬂoor, during a time range from 3 days
to 2 weeks, and then they are “stored” in the sedimentary record. Taking
into account that the 14C concentrations in the forams are aﬀected by the
reservoir eﬀect, experimental 14C data have to be corrected for reservoir age.
Considering that foraminifera are tiny and cannot be so abundant in
sediments, it is evident that in each slice of sediment only few mg of sam-
ples can be collected at the maximum. Before dating, each sample has to be
puriﬁed and cleaned in order to remove any possible source of external car-
bon that might contaminate the original radiocarbon concentration. Some of
these undesirable components are clays, dust, secondary carbonates, organic
matter and/or adsorbed atmospheric CO2. As far as carbonate samples are
concerned, a typical procedure is based on HCl etching of samples to remove
the most external layers, up to 30% by weight [12]. Being the foraminifera
tests more delicate than shell “macrosamples”, a more delicate approach is
preferable [13].
At LABEC, forams are treated with hydrogen peroxide in a ultrasonic
bath for about 10 minutes: H2O2 is slightly acidic, thus it produces a mild
leach of the external surface of the samples, without causing too much a
decrease in sample mass. After washing, samples are rinsed with deionised
water for several times until pH neutrality is reached. Then, they are vacuum
dried at 35 ◦C overnight. A low temperature is chosen in order to minimize
the re-adsorption of atmospheric CO2 onto the cleaned carbonate surfaces.
Instead of extracting CO2 from puriﬁed foraminifera by hydrolysis with
phosphoric acid (as using the typical procedure found in the literature,
see for example [14]), at LABEC, collection of CO2 is achieved by burn-
ing the samples in a CHN elemental analyser (ThermoFlash EA 1112),
directly coupled to a graphitisation line where the carbon dioxide is con-
verted into elemental carbon (graphite). Few mg of the cleaned and dried
samples (∼ 4.5mg) are put in small tin capsules and inserted into the el-
emental analyser. Inside it, the diﬀerent gases evolving from the combus-
tion, i.e. CO2 and H2O in this case, are separated by passing through a
gas-chromatographic column. The outlet of the elemental analyser is then
connected to a three-way valve, which allows us to open the connection to
the graphitisation line during the time interval CO2 is ﬂowing out and to
let the other gases exhausting into the atmosphere. Once the CO2 is col-
lected in any of the four installed reaction chambers, conversion to graphite
is achieved by the so-called Bosh reaction [15]:
CO2 + 2H2
Fe, 600 ◦C−−−−−−→ C + 2H2O,
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Figure 4: (a): CO2 collected (pressure measured in the graphitization reactor) as a
function of the combusted sample mass; (b): radiocarbon concentration measured
for three IAEA-C2 samples (standard certiﬁed value is indicated by the dotted line).
where iron powder (Alfa Aesar, 99.9+%, < 10μm) is used as the catalyst.
Typical sample sizes are ∼ 400μg of carbon.
The overall process has been tested for carbonate samples, verifying both
the reproducibility of the combustion in the elemental analyser and the ac-
curacy of the 14C-AMS measurement. Figure 4 (a) shows the amount of CO2
collected as a function of the combusted sample mass: the linear behaviour
suggests a good reproducibility of the combustion. Figure 4 (b) shows ex-
perimental data of three IAEA-C2 samples. IAEA-C2 is travertine, the
reference material selected for carbonates. In the graph, data are reported
with 1-σ error bars. Although only three samples have been prepared and
measured so far, the agreement with the certiﬁed value (41.14± 0.03 pMC)
is quite satisfactory (see the dotted line in the graph).
4. Measuring 14C in particulate matter for source
apportionment studies
Carbon is a major constituent of particulate matter in the atmospheric
aerosols [16]. It is present in the aerosol either with a graphitic microstruc-
ture or as organic compounds; therefore, the total carbon (TC) present in
the aerosol can be divided into elemental carbon (EC) and organic carbon
(OC). EC and OC have very diﬀerent chemical and optical properties. With-
out going into the details, the EC is emitted in combustion processes and is
light-absorbing. The OC may be emitted in combustion processes or by nat-
ural sources, but can also be formed in the atmosphere as secondary aerosol
through gas-phase photochemical processes; it is mainly light-scattering.
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Actually, carbon may be present in atmosphere as carbonate too (from the
resuspension of crustal material containing carbonate species); however, this
contribution is mostly negligible [16].
Radiocarbon measurements have been demonstrated as a powerful tool
to study the sources of the carbonaceous aerosol fraction [17]. Based on
a simple two-sources model, it is possible to distinguish and quantify the
contributions from the combustion of fossil fuels from the other contribu-
tions, i.e. from those due to biogenic sources and to biomass burning. As
already anticipated in the introduction, fossil fuels are so old that can be
considered radiocarbon-free, while the other two sources are modern and are
characterized by almost the same radiocarbon concentration as the present
atmosphere.
A further improvement in carbonaceous particles source apportionment
is possible when radiocarbon measurements are performed on the sample
carbonaceous sub-fractions EC and OC. In fact, the EC is emitted only
in combustion processes, either of fossil fuels or biomasses. Therefore, the
application of the simple two-sources model just on this EC fraction al-
lows us to distinguish and quantify the contributions due to the fossil fuel
combustion and to the biomass burning. As far as the OC is concerned,
the contribution due to the biomass burning source may be derived by the
contribution that this source gives to EC, when the OC/EC emission ratio
is known; by this way, a complete source apportionment among the three
OC sources (fossil fuel combustion, biomass burning and biogenic source) is
possible.
To be analysed for TC/EC/OC and radiocarbon, the aerosol has to be
collected on quartz ﬁbre ﬁlters. These ﬁlters do not contain carbon and
can sustain the high temperatures needed for these analyses. The collected
mass depends on the kind of sampler used, on the collection time and on the
atmospheric concentration. Typical concentrations on our ﬁlters are mainly
in the range of 120–140μg/cm2 (for PM10 samples) and carbon represents
up to 50% of the total PM mass.
In order to perform the radiocarbon measurements on the separate car-
bonaceous sub-fractions, a suited sample preparation line was realized at
LABEC. Such dedicated sample preparation line was needed in order to
process the small quantities of carbon available in the particulate matter
samples ( 1mg) and to fulﬁl all the requirements for the EC/OC separa-
tion. This line is essentially based on four basic parts: a ﬁrst one for the
cleaning of the carrier gases; a second one dedicated to the combustion of
the samples; a third one devoted to the selection and trapping of the pro-
duced CO2; in the last part, the trapped CO2 is converted into graphite, in
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Figure 5: Aerosol samples collected in Milan during the summer period: measured
radiocarbon concentration, as fm, and corresponding source apportionment based
on the two-sources model are reported.
order to be pressed into the sample-holder capsules. The line is described
in detail in [17]. So far, graphite samples of 110–450μg of carbon have been
prepared.
The TC measurement protocol was fully tested by measuring standards
and blanks (i.e. samples with nominally no 14C); this protocol is based on
a 20 minutes-long combustion at 800 ◦C with a 100 cm3 min−1 O2 ﬂow. The
eﬃciency of the new combustion-graphitization line was measured to be very
high (∼ 100%).
Some measurements on real samples have been already performed on
aerosol samples collected in Milan during the summer period. In Fig-
ure 5, the measured radiocarbon concentrations are reported as fm (frac-
tion of modern, the unit typically used in this kind of applications, basically
0.01 pMC); a source apportionment according to the two-source model is
also shown (see the discussion at the beginning of this paragraph). For this
apportionment, we assumed fm,mod = 1.055± 0.015 [18].
5. Conclusion and outlook
The discussion above has shown how important radiocarbon can be in solv-
ing environmental issues both in the past and in the present. In particu-
lar, the attention has been focused on the hardware and on the procedures
ER2010
07002-p.11
developed at INFN-LABEC to study marine environments, by radiocarbon
dating of foraminifera tests, and atmospheric aerosols, by 14C measurements
of carbonaceous fractions in particulate matter samples.
Preliminary results obtained by dating foraminifera from coastal marine
sediments of the NW Spanish coast have proven to be reliable data that
will be integrated with sediment proxies to discuss environmental changes
in this area for the last millennia.
As far as aerosol measurements are concerned, the TC protocol will
be soon applied in speciﬁc sampling campaigns focused on the carbona-
ceous aerosol source apportionment; in addition, protocols that are suited
for EC/OC separations are currently under investigation.
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